Introduction
When operating linear accelerators of clinical use at energies above 8 MeV, neutrons are produced when either electron or photon configurations are used [1] . This is mainly due to the interactions of photons and electrons of such energies with the high-Z materials present in the accelerator head (target, scattering foils, collimators, etc.) [22] . Because of their high relative biological effectiveness, photoneutrons are a particular source of unwanted out-of-field exposure of patients and several authors have pointed out the possibility of associated risks of secondary cancers after radiotherapy.
The overdose due to neutrons in patients undergoing radiotherapy is difficult to measure or estimate. Neutron fluence and spectra in water have been measured using bubble detectors and superheated drop detectors [8, 9, 21] , 197 Au-based Bonner spheres [12] and thermoluminescent dosemeters [11, 35, 40] . [10] measured the neutron fluence at the patient plane for various linacs using gold-foil activation. [13] , using the same technique, measured neutron spectra for various linacs and determined neutron fluence and ambient dose equivalents. All these measurements offer valuable information that can be compared with the results of Monte Carlo simulations.
The Monte Carlo simulation has been used to study different problems linked to neutron dosimetry. [18] calculated neutron fluence and spectra at different positions surrounding a Varian Clinac 2100C/2300C linac. [31] studied the production of neutrons in the high-Z components of a Siemens Mevatron linac. [7] investigated the field size effects, off-axis dose profiles, neutron contribution from the linac head, and dose contribution from capture gamma rays, phantom heterogeneity effects and effects of primary electron energy shift in some Linac configurations. [41] calculated neutron ambient dose equivalent for different collimator configurations in a Varian Clinac 2300 C/D. [34] studied the effects of modeling different accelerator head and room geometries on the neutron fluence and spectra for a Siemens Primus Linac. [3] determined neutron doses to critical organs for a Siemens Mevatron KDS. Different versions of the Monte Carlo N-particle transport code [5] were used in all these works. Recently [37] , dose to patients due to the emitted photoneutrons were calculated by carrying out the simulations with Geant4 [2] , the latest generation of the old Geometry and Tracking (GEANT) Monte Carlo code.
Even the Electron Gamma shower (EGS) Monte Carlo code, in particular EGS4 [30] , was used to investigate neutron sources in a Varian Clinac [23] .
Despite the large amount of calculations available, there is not much information about the increase in the dose to patients due to neutrons produced in the linac head. Only very recently, a detailed study was carried out by [19] , who calculated neutron spectra and dose equivalent in tissue for a Varian Clinac.
Another problem occurring with the previous works is that neutron fluence and doses in radiotherapy were analyzed with different methodologies, for various Linacs, patient or phantom models, energies, field sizes, gantry angles, treatment modes etc. As a consequence, the results obtained until now have significant differences between them as some authors have pointed out [11, 21, 40] .
The neutron contribution yielded by some linacs commonly used for radiotherapy was evaluated using the Monte Carlo code MCNPX (v. 2.5) [33] . Eight different configurations for linacs of three different manufacturers have been considered. The approach includes two main points. First, the various linacs have been analyzed using the same methodology, thus permitting a meaningful comparison between the results obtained. Secondly, we have focused on the dose to patients. Thus, we have calculated neutron fluence, neutron spectra, absorbed dose and dose equivalents in various points of an ICRU tissue phantom. The results from studies done in this chapter have led to several publications [24] [25] [26] 36 ].
ICRU tissue phantom
The phantom used in all cases, a phantom of 100 × 50 × 30 cm 3 , made of ICRU tissue (11 % Carbon, 76.2 % Oxygen, 10.1 % Hydrogen and 2.6 % Nitrogen in weight) [16] , simulating a patient was situated with its surface at 100 cm from the source. The Fig. 1 shows schematically the phantom half, as used in the simulations. 
Description of linacs
We studied three brands of accelerators. The simulated models correspond to the linacs Varian Clinac 2100C/D for configurations of 10, 15, 18, and 20 MV, Elekta Inor of 15 MV Elekta SL-25 18 MV and Siemens KDS 18 MV. The geometries were constructed according to manufacturer's specifications and following some recommendations from previous work. Both the jaws as the system multileaf (MLC) were fitted in all cases to achieve a treatment field of 10 × 10 cm 2 , with which all simulations were performed. Siemens The differences between marks of accelerators, are primarily concerned with the materials used in the construction of each of the parts of the head of the linacs, as the target for X-ray production, which is usually embedded within a shell material which is usually Cu, the flattening filter or filters, with some models of those studied here compose of a double filter flatter built of different materials depending on the marks, the MLC and the jaws, which are usually constructed of W, and the outer shield , which is usually of Pb and Fe. All these components, are responsible of the production of neutrons in the head of the accelerator. The materials that make up each of these elements and their densities for the accelerators studied here are summarized in Table 1 .
The evaluation of this production cannot be neglected if one considers that these devices produce neutrons to the order of 1012 neutrons per Gy in conventional radiotherapy treatment [10] . Furthermore it has been demonstrated in previous studies [23] ; [34] ; [22] that in fact, neutron production is defined by the material used and its respective threshold to the photonuclear reactions. For example, it is noted that Varian models used materials (see Table Colimador Primario 1), with Z higher than those used by other models for the construction of the head. This aspect will be reflected in the production of neutrons of the Linacs.
The mechanism that allows the generation of neutrons, is mainly the reaction (γ, n), which depends on the energy of the photons incident on these materials. The threshold energy of the incident photon to produce this type of reaction is 7.6, 6.2, 6.7, 13.1, 7.6 and 8.1 MeV for Ta, W, Pb, Al, Fe and Au, respectively [27] , which are the main components of the target, flattening filter, jaws, MLC systems and shield of different teams studied. This means that the photoproduction mechanism is fully guaranteed for accelerators with energies above 10 MV. Fig. 2a shows the geometry of an Elekta accelerator. These geometries correspond the Inor model of 15 MV and SL25 of 18 MV, in this case, the geometries of the two models have the same characteristics in terms of dimensions of the various elements; the differences are in the materials used in construction of the target, MLC system and jaws as seen in Table 1 . Fig.  2b shows the target (1 mm in diameter) and target cover of Cu with the dual flattening filter system, constructed of stainless steel.
Each of the accelerators studied requires a previous tuning process, in order to establish the energy of incident electrons, to make it suitable for calculations. This process is carried out by comparison between the curves of percentage depth dose (PDD) simulated and measured, the latter provided by each of the radiophysics services from hospitals in which the respective model is studied. However, for models Varian Clinac 2100 C/D of 10 MV and 20 MV, it was not possible to get the experimental PDD.
The process starts by estimating the energy values around the nominal energy value of the accelerator. For each of these energies: TPR 20,10 maguitude is calculated. Which is the amount recommended by dosimetry protocols based on both air kerma patterns, as in patterns of absorbed dose in water [14, 17, 39] . This quantity is defined as the ratio between the absorbed The value of the maximum dose due to photons supplied by the accelerator in the build-up region is extacted from the simulated PDD. In the case of Elekta accelerators, these maximum values are 6.06 × 10 −16 y 1.09 × 10 −15 Gy of photons emitted per electron, and are at 3.0 and 3.2 cm depth, respectively. These depths are in good agreement with those published in the [4] , for accelerators of this energy. The dose values found in the build-up region are the value reference against which the dose equivalent due to photoneutrons is expessed.
Let's say in conclusion that for Elekta models, the electron beam incident on the target is simulated by a Gaussian of mean value 13.77 MeV and 0.8 MeV of FWHM for the Elekta Inor, and 16.1 MeV and 1.5 MeV for the Elekta SL-25.
The next accelerator that was studied is the Siemens Mevatron KDS in configuration of 18 MV (Fig. 4) , the electron beam that impinges on the target (also of 1 mm diameter) was simulated using a Gaussian of average value of 15. In Fig. 6a , the geometry maintains the same dimensions for the four configurations studied, except for materials used in the manufacture of components (see Table 1 ). Fig. 6b shows, the target and your cover and the flattening filter. These accelerators are equipped with MLC system, similar to the Elekta models studied. Fig. 7 shows the different PDD's of tuning for each Varian accelerators studied
In this case, the geometry used for the simulations was constructed from 93 geometric elements which include cones, cylinders, spheres, truncated cones, parallelepiped, triangular prisms, pyramids triangular, and quadrangular pyramids. In the simulations the Elekta accelerators, the shielding cover of Varian accelerator was included, because it was not possible to obtain data on the dimensions of the shielding cover of Elekta accelerator, considering that the materials used by different manufacturing for shielding the head are similar. wherever the shielding cover is not included we have called it geometry simplified in contradistinction is full geometry where the shielding cover is included.
The objective to study simplified and full geometries is due to the different positions opposing about the shielding against neutron radiation. Works like of the [23] established minimal differences in using of simplified geometries and complete for calculating photoneutrons. This has led most authors to use simplified geometries in their calculations [32] ; [20] ; [7] ; [42] ; [34] ; [3] ; [28] . Taking advantage that we have the complete geometry of the accelerator Varian Clinac 2100 C/D, we have studied the influence of the shielding cover in this study.
Monte Carlo simulation
As noted above, once the tuning of each accelerator, was held from the simulated PDD, the depth at which it obtain the maximum absorbed dose due to photons in the region of the build-up was determinated. This value is used as reference to express all the calculations reported here for neutron dosimetry.
Neutron fluence in ICRU tissue phantom
The fluence of neutron in each accelerator is initially calculated as a function of depth into the phantom and on the axis of central radiation. The maximum fluence of neutron, increases with the energy in accelerators of the same model. The maximum fluence is seen in the Varian 20 MV and is 1.6 times greater than in the Varian 18 MV, while that in Varian 18 MV it is 2.2 times greater than in the Varian 15 MV. The difference is even greater among Elekta, in which the maximum fluence of SL-25 is 5.3 times greater than that of Elekta Inor. On the other hand, the models Varian Clinac models show a considerably higher fluence than Elekta and Siemens in models of the same energy. In fact, the maximum fluence in Varian Clinac of 18 MV is 1.6 times larger than in Elekta SL-25 of 18 MV and 5.6 times higher than that found in the Siemens KDS of 18 MV. For energies of 15 MV, the maximum fluence found in the Varian Clinac is 3.7 times that found for the Elekta Inor.
The production of neutrons due to photons in each accelerator appears to be linked to the target materials and to a lesser extent, to the other elements in head. As shown in Table 1 , the Neutrons emitted from the target have average energies between 1 and 1.5 MeV. At these energies, the probability of neutron capture is negligible and neutrons mainly suffer elastic collisions (with Hydrogen), losing energy until they become thermal neutrons. Because of this, there is an increase of fluence to a maximun peak in the depth between 2-3 cm. When this maximum is reached, the neutron spectrum is more thermalized and begin to disappear by neutron capture processes, 14 N(n,p) 14 C and 1 H(n,γ) 2 H, much more likely at thermal energies, and the fluence decreases monotonically with depth. It can be considered that at 2 − 3cm deep the net fluence decreases moderately and with a thickness of 7 and 10cm There is radiation to half, but there is also a certain dependence of the size of the phantom. The phantom used in the two calculations is ICRU tissue, of the same geometric characteristics, and we find, an agreement until 17 cm depth, in deeper points, near the base of the phantom, we observe an increase in the curve of [19] . This may be because their simulation includes the treatment table, and it can produce backscattering of neutrons in it, which could contribute to the total fluence in the deepest zone of the phantom.
ICRU phantom in front of a neutron source
Then we studied the behavior of the ICRU phantom in front of the neutron flux coming from the linacs. The effect can be studied if we calculate the spectra of fluence of neutrons just before the phantom and inside. A tally detector was located in air at 10 cm from the surface of the phantom, on the beam axis, and another at 1 cm into the phantom, also on the beam axis to achieve this end.
Energy spectra are shown in Fig. 10 , wherein the histograms with solid lines correspond to the spectrum in air, while the histograms with dotted lines correspond to the spectrum within the ICRU tissue. We highlight some important aspects. It is observed in all cases that the peak is more pronounced at high energy and corresponds to the spectrum of fluence in air. This peak is due to fast neutrons that are emitted directly from the head of the linac.
The energy of these fast neutrons is within the energy range between 0.1 and 2 MeV proposed by [29] and [15] except the Elekta accelerator SL-25 of 18 MV, which emits neutron with energy significantly higher than the other accelerators studied.
It was also observed that at low energy, the thermal peak in tissue is greater than the thermal peak in air in all cases. This behavior is due to increased thermal neutrons that are caused by the interaction of fast neutrons primarily with the hydrogen the phantom. The thermal energy range can be considered, according to Fig. 10 , between 19 meV and 0.28 eV for all accelerators studied. Between the two peaks of neutron (thermal and fast), is find an epithermal neutrons spectrum that should not be neglected in the process of thermalization.
It is generally observed that, when passing from air into phantom, a significant decrease of fast neutrons and the increase in all cases of thermal neutron and epithermal neutrons accurs in all accelerators. It is concluded that phantom behaves as a moderador of neutrons due to its high content of 1 H, just 11.1% of total the ICRU phantom, with a threshold of thermal production of only 2.2 MeV [8] . 
Absorbed dose due to neutrons
The radiation absorbed by the phantom ICRU, was calculated the kerma, which estimates the radiation absorbed by the medium, when exist balance of charged particles; in forward called absorbed dose, D.
The D due to neutrons was determined for all accelerators. The values obtained for the various configurations are shown in Fig. 11 . The absorbed dose due to the neutrons in each case, is normalized to the maximum absorbed dose due to photons, however, we note that the absorbed dose in the Varian Clinac accelerator of 18 MV is slightly higher versus the Varian Clinac of 20 MV, although the flow is higher for the latter. This is because the values of absorbed dose due to neutrons are normalized to the maximum absorbed dose due to photons within the phantom.
The surface of phantom in Fig. 11, simulates The absorbed dose decreases exponentially in the first 15 cm, in all cases, confirming that in a conventional treatment with a linear accelerator, the organs that are closer to the surface will receive a higher dose that the deeper organs.
Dose equivalent due to neutrons
The amount of radiation absorbed into tissue or organs may cause very different biological effects, and depends on the type of radiation or agent that produces particles, the value of the absorbed dose D is typically multiplied by the quality factors associated at the type of radiation, to find an equivalent in energy absorbed. The resulting quantity is called dose equivalent, H.
The dose equivalent is the amount that actually determines the biological damage to tissue or organs. The calculations of H are expressed in μSv·UM −1 , relative on the maximum absorbed dose due to photons that provides each accelerator in the region the build-up and then converted to Monitor Units (MU), where 1 MU = 1 cGy. According to [19] , we have:
where D(E), is the absorbed dose in tissue due to neutrons and calculated from the F6 tally ( [33] ), and Q n (E) is the quality factor for neutrons of energy E in the corresponding material medium, in our case ICRU tissue [38] . H can also be calculated from the spectrum of fluence as:
Where Φ (E) is the neutron fluence, calculated by F4 tally ( [33] ), k(E) is the kerma factor for neutrons of energy E in tissue, calculated by [6] , and Q n (E) arequality factors for H, C, N, and O, calculated by [38] . The product Φ (E) · k(E) represents the absorbed dose D(E). Table 3 . Values of the parameters of the fitting function 3 obtained for the dose equivalent values corresponding to the linacs analyzed in this work. The χ 2 per degree of freedom is also given.
The behavior shown by H(z) depending on the depth on the phantom suggests an exponential dependence allowing a fit the data to a function of the form:
where H(0) is the maximum dose equivalent in surface and Z indicates the depth. The results of this adjustment are summarized in Table 3 .
A first important aspect to note is the fact that the values of λ are quite similar in all cases, ranging between 0.178 and 0.263 cm − 1. Both H(0) and λ coefficients depend on the primary spectrum of neutrons produced in first generation on the target and flattening filter of each linac by photon-neutron reactions, which in turn depends on the energy of electrons incident on the target and of course the components of the target. The coefficient λ depends of the phenomena the interaction of these primary neutrons with ICRU tissue, being predominant the elastic scattering on Hydrogen.
The cross section of elastic collision of the Hydrogen with the neutrons, depend inversely with of the energy themselves, being 0.3 cm −1 for 1 MeV, and between 0.1 and 0.2 cm −1 for 3 MeV. Note the similarity of these values with the coefficient λ which gives the fit for all the curves in Table 3 .
The Fig. 13 compares the dose equivalent in depth obtained for three Varian accelerators operating at 18 MV: The Clinac 2100 C/D studied by us, the Clinac 21EX considered by [19] and a Varian generic simulated by [8] These differences may be related to the following motives: The accelerator studied by [19] is a Varian Clinac 21EX, equipped with a Millennium MLC of 120 sheets. In our case, the MLC is one of 80 sheets. But apart from this difference, the tuning energy used by [19] was 18.0 MeV, which differs from that set in our case (18.3 MeV) . This difference in the energy of the initial electron, produce variations in the absorbed dose due to photons, and more specifically, its value at the isocenter, which, as already seen, can lead to differences in the values of H.
(this work) Figure 13 . Comparison of the dose equivalent normalized to the maximum due to neutrons calculated in this study, with published results by [8] and [19] .
The differences with the calculation of [8] are more evident due to that, as indicated; consider a monoenergetic beam of neutrons of 0.24 MeV. Both the material of phantom, and that is not considered the actual spectrum of the neutrons, are very outstanding aspects.
Now we analyze the profile of H outside the beam axis. This is important because, in a real treatment, the patient receive neutron radiation in all the body [25] . The In all cases, a general trend we observe: the dose equivalent decreases rapidly within a few inches away from the beam axis, to reach some uniformity. The region in which said reduction occurs depends on the type of accelerator, but is mainly related to the size of the radiation field. Indeed, an important part of H is transferred by neutrons with energies between 200 keV and the maximum available energy, 1-3 MeV. For distances larger than 5 cm off-axis beam (remember that the radiation field is the 10 cm 2 ), neutrons do not come directly to the phantom, but must pass through the jaws and in general the shield. This produces a reduction in its energy, which depend on the component materials of the head and the distance that must to traverse through within these materials. In the case of Elekta accelerators, the dose equivalent is increased at a distance exceeding 30 cm off-axis, which does not occur in other accelerators, at least as clearly. It should be noted here, that the Elekta accelerators analyzed have a flattening filter double, to which is added the fact that also a part of their secondary collimating system is oriented perpendicularly to the axis of radiation (see Fig. 2 ), which does not occur with the other accelerators. In conclusion the dose equivalent tends to be much more uniform and smaller, when increases the depth in the phantom. This is an important aspect to be taken into account for calculating the dose equivalent in organs [25] .
Comparison of simulations and experimental measurements
If we analyze the Monte Carlo calculations and the experimental measurements, we observed differences that can be explained, taking into account the major problems when measuring the neutron fluence. The sensitivity of the detectors used depends significantly on the neutron energy and this greatly influences the experimental measured of dose equivalent H.
The Fig. 15 compares experimental measurements of H, made with bubble detectors and detectors based on the CR-39 polymer by [21] and [8, 9] This is the general situation for all employees measurement systems for neutrons, without having to date, the ideal detector that can respond at any desired energy range. This is where Monte Carlo once again becomes the tool adequate for such studies.
In Fig. 16 we compared profiles dose equivalent H(y) measured and calculated in this study, in function on the distance to the axis of incidence and for several accelerator of 15 MV (top panel) and 18 MV (bottom panel). The behavior of the profile of H(y) is very similar in all cases, with rapid decrease in the first 10 cm, from which have small variations, except in the accelerators Siemens KDS 18 MV and Elekta Inor of 15 MV, due to low production of photoneutrons, as demonstrated above. In the top panel of Fig. 16 shows some agreement between the experimental results for the Siemens Primus accelerator and simulations for the accelerator Varian Clinac analyzed in this study.
This suggests that the bubble detectors BD-PND used have an acceptable response in surface, as mentioned before, which does not occur with BDT bubble detectors used in depth for the measurement of thermal neutrons by [21] . In general, we see that from the 10 cm off axis, H(y) has small variations, very similar behavior to that found in the studied profiles in Fig.  16 . 
Conclusions
In this work, the photoneutron production in four linacs with a total of six energy configurations has been analysed using the Monte Carlo code MCNPX. A detailed simulation of the geometries of the linac head has been carried out. The aim was to study the neutron dose equivalent in patients treated with these linacs in order to compare the differences between them. The important point was that the same methodology was used in all the cases, something not done till now for some of the quantities of interest here analysed.
A first result to be pointed out concerns the considerably larger photoneutron production of the Varian Clinac 2100C in comparison with the Elekta Inor and SL-25 and the Siemens Mevatron KDS for the same energy. This larger production can be linked to the materials used to built-up the target in each specific linac. In any case, the maximum fluences observed for the various linacs show a dependence almost linear with the tuned energies of the electrons incident in the target.
Neutron spectra in air, nearby the phantom and at a depth of 1 cm in the phantom were calculated. In air, the spectra are characterised, in all cases, by a pronounced peak at high energy (200 keV to 3 MeV). This peak reduces notably inside the phantom, where a peak at thermal energies appears due to neutron moderation by the medium.
Absorbed doses and dose equivalent show a similar behaviour, as a function of the depth in the phantom: they reduce strongly with the depth. This reduction can be reproduced by means of an exponential function in which the reduction rate, obtained after the corresponding fit procedure, is closely related to the cross section for elastic neutron with Hydrogen collisions at the maximum energies present in the neutron spectra obtained in the simulations.
The trend of the dose equivalent values, as a function of the transverse axis distance to the beam axis, depends strongly on the radiation field used. For large distances to the beam axis, these doses are uniform, except for the Elekta Inor and SL-25 accelerators in which they grow up. This is linked to the material present in the secondary collimators of the linacs.
One of the main points of our work concerns the determination of the dose equivalent due to neutrons inside the phantom. This has permitted to gain insight about the dose distribution in patients submitted to radiotherapy with photon beams 15 MV. As a result, it was found that surface organs are the most affected by the overdose produced by neutrons. 
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